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Hypothermia prevention during surgery: comparison 
between thermal mattress and thermal blanket
Moysés AM, Trettene AS, Navarro LHC, Ayres JA

RESUMEN 
El objetivo de este estudio fue comparar la 
eficacia de la manta y el colchón térmico en 
la prevención de la hipotermia durante el 
trans-operatorio. Participaron 38 pacientes 
asignados al azar en dos grupos (G1 – manta 
térmica y G2 - colchón térmico). Las varia-
bles estudiadas fueron: tiempo quirúrgico, 
tiempo de permanencia en la sala de recu-
peración post-anestésica (URPA), tiempo sin 
utilizar el dispositivo térmico después de la 
inducción anestésica, tiempo de transporte 
entre el quirófano y la URPA, infusión de 
fluidos durante  el intra-operatorio, tama-
ño de la cirugía, técnica anestésica, edad, 
índice de masa corporal, temperatura axilar, 
esofágica y de la sala quirúrgica. En el G2, el 
tiempo quirúrgico y la infusión de almidón 
fueron mayores (ambos p = 0,03), pero no 
se produjo la hipotermia. Durante la anes-
tesia quirúrgica, la temperatura axilar fue 
mayor a los 120 minutos (p = 0,04), y la tem-
peratura esofágica fue mayor a los 120 (p = 
0,002) y 180 minutos (p = 0,03) y al final de 
la cirugía (p = 0,002). El colchón térmico fue 
más eficaz en la prevención de la hipotermia 
durante la cirugía.
 
DESCRIPTORES 
Hipotermia
Periodo perioperatorio
Enfermería perioperatoria
Enfermería postanestésica

RESUMO 
O objetivo deste estudo foi comparar a 
eficiência da manta e colchão térmicos na 
prevenção da hipotermia no transoperató-
rio. Participaram 38 pacientes randomiza-
dos em 2 grupos (G1 – manta térmica e G2 
– colchão térmico). As variáveis estudadas 
foram: tempo cirúrgico, tempo de perma-
nência na sala de recuperação pós-anesté-
sica, tempo sem a utilização do dispositivo 
térmico após a indução anestésica, tempo 
de transporte entre a sala cirúrgica e a de 
recuperação, infusão defluido no intraope-
ratório, porte cirúrgico, técnica anestésica, 
idade, índice de massa corpórea, tempera-
tura axilar, esofágica e da sala cirúrgica. No 
G2, o tempo cirúrgico e a infusão de ami-
do foram maiores (ambos p=0,03), porém, 
não ocorreu hipotermia. Durante o proce-
dimento anestésico cirúrgico, a temperatu-
ra axilar foi maior aos 120 minutos (p=0,04) 
e a temperatura esofágica foi maior aos 
120 (p=0,002), aos 180 minutos (p=0,03) 
e ao final da cirurgia (p=0,002). O colchão 
térmico mostrou-se mais eficaz na preven-
ção da hipotermia no transoperatório.
 

DESCRITORES
Hipotermia
Período perioperatório 
Enfermagem perioperatória 
Enfermagem em pós-anestésico

ABSTRACT 
This study aimed to compare the efficiency 
of the thermal blanket and thermal mat-
tress in the prevention of hypothermia 
during surgery.  Thirty-eight randomized 
patients were divided into two groups 
(G1 – thermal blanket and G2 - thermal 
mattress). The variables studied were: 
length of surgery, length of stay in the 
post-anesthetic care unit, period without 
using the device after thermal induction, 
transport time from the operating room 
to post-anesthetic care unit, intraoperative 
fluid infusion, surgery size, anesthetic tech-
nique, age, body mass index, esophageal, 
axillary and operating room temperature. 
In G2, length of surgery and starch infusion 
longer was higher (both p=0.03), but no 
hypothermia occurred. During the surgical 
anesthetic procedure, the axillary temper-
ature was higher at 120 minutes (p=0.04), 
and esophageal temperature was higher at 
120 (p=0.002) and 180 minutes (p=0.03) 
and at the end of the procedure (p=0.002).  
The thermal mattress was more effective 
in preventing hypothermia during surgery. 

DESCRIPTORS
Hypothermia
Perioperative period
Perioperative nursing
Postanesthesia nursing
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INTRODUCTION

Hypothermia is defined as a core body temperature 
lower than 36oC and is one of the most common complica-
tions during surgical anesthesia, incident that affects ap-
proximately 70% of patients(1). It occurs due to the aboli-
tion of behavioral responses after anesthetic induction, 
increased patient exposure to the environment (refrigerat-
ed rooms), central inhibition of thermoregulation induced 
by anesthetics, internal interior redistribution of heat, tho-
racic or abdominal cavity and infusion of cold solutions(2).

Among the implications related to the occurrence of 
unintended perioperative hypothermia include increased 
risk of bleeding, tachycardia, morbid cardiac events, surgi-
cal site infection and prolonged hospital stay(3). Other pos-
sible complications include decreased level of conscious-
ness, increased pharmacological half-life of anesthetics, 
decreased urine output, tremor, exacerbation of postop-
erative pain, increased risk of deep venous thrombosis by 
causing venous stasis and high demand for oxygen(4-6) .

Hypothermia is more common in longer surgeries be-
cause the steepest drop in temperature occurs 40 to 60 
minutes after the start of anesthesia. Thus, it is essential 
to measure the core temperature in all surgical proce-
dures, but especially those with more than 30 minutes(3).

Human beings need their internal temperature to be 
constant, because that is how we preserve our necessary 
metabolic functions for our survival. Maintaining nor-
mothermia is a challenge for the staff, especially nurs-
ing, since it is our responsibility to install and monitor 
the devices in order to prevent hypothermia. The nurse, 
through evidence-based practices, should formalize pro-
tocols, implement and evaluate nursing interventions to 
prevent hypothermia.

The motivation for conducting this study arose from 
questions present in clinical practice because we quite 
frequently found patients having hypothermia during sur-
gery, a period that includes the immediate and mediate 
intra- and post-operatory. In this study, we focused on 
the intraoperative period, addressing only the immediate 
postoperative period.

 In the post-anesthesia care unit (PACU), there are 
countless complaints about the uneasiness caused, for ex-
ample, by the tremors. Many are the hypotheses for the 
occurrence of intraoperative hypothermia, including the 
unavailability of active thermal devices, cooling the oper-
ating room and the lack of more effective methods among 
those available for its prevention. Such devices may be 
classified into passive (blankets, burrows, strapping mem-
bers with orthopedic bandage and cotton crepe, alumi-
num blankets, etc.) and active (air, water and radiation 
heating systems, carbon fiber blankets, among others).

Studies comparing methods of heating are common, 
but in the databases searched, no studies were found 

comparing the thermal blanket and thermal mattress, 
which justifies the performance of this research. The 
choice of these two devices lies in the fact that they are 
more technologically advanced, and cover larger body 
surface, properties that result in greater efficacy.

Given the above, the question guiding this study was: 
- Which is the best device, the thermal blanket or the ther-
mal mattress, used to prevent hypothermia during surgery?

We hope this study may contribute to the optimization 
of patient care during surgery, related to the prevention of 
hypothermia, also emphasizing the role of the nurse and 
their staff for this purpose. We still hope that the knowl-
edge obtained could raise and support new research, 
since in the available literature no study that compared 
the effectiveness of the two active heating methods used 
in this study was found.

The aim of the study was to compare the efficiency of 
the devices thermal blanket and thermal mattress in the 
prevention of hypothermia during surgery. As specific ob-
jectives, we sought to relate the incidence of hypothermia 
during surgery using the devices thermal blanket and ther-
mal mattress and correlate them to the following param-
eters: length of surgery, length of stay in the post-anesthe-
sia recovery unit (PACU), time without the use of thermal 
device after anesthetic induction, transportation time be-
tween the surgical anesthetic technique room and PACU, 
intraoperative fluid infusion, surgical and operating room 
temperature. We also sought to relate the occurrence of 
hypothermia during surgery using a thermal blanket and 
thermal mattress to age and body mass index (BMI).

METHOD

This is prospective, cross-sectional, randomized, dou-
ble-blind study with a quantitative design, developed at 
the Surgical Center of the Clinics Hospital of the Faculty of 
Medicine of Botucatu (FMB) - UNESP, in the period from 
January to October 2011.

The Clinics Hospital of the FMB - UNESP has 467 beds 
for various clinical and surgical specialties. Surgical Cen-
ter Unity has 11 rooms, 9 for elective surgeries and 2 for 
emergency and urgency care. The PACU has 8 beds. The 
PACU nursing team consists of 1 nurse, 3 nursing techni-
cians and 3 nursing assistants per shift. The daily average 
of surgery is about 35, that is, 778 surgeries per month.

The study population consisted of patients undergoing 
open gastrointestinal surgery, sizes II, III and IV, according 
to the duration, therefore, size II lasts for about two to 
four hours, size III, four to six hours, and size IV, with more 
than six hours of surgery. Annually, approximately 386 
open gastrointestinal surgeries, lasting at least two hours 
are performed.

Considering the sample size calculation, the sample was 
composed of 38 patients. Inclusion criteria were patients 
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aged 18 to 66 years, surgical positioning in the supine posi-
tion and performing the anesthetic recovery in the PACU.

Data collection began after the approval of the re-
search project by the Ethics Research Committee Involv-
ing Human Subjects of the institution, under the proto-
col number 3731/2010. The subjects formalized their 
participation with the signing of the Consent Form.

In order to carry out this study, patients were random-
ized into two groups (G1 and G2) consisting of 19 patients. 
Randomization was performed immediately prior to ad-
mission in the operating room, by drawing an envelope 
containing the statement about which group the patient 
would be inserted.

G1 used the thermal blanket, which was positioned 
in the lower limbs after indwelling catheter (IC). Then, 
the blanket was connected to the air hose, which had 
the 38oC temperature.

G2 used the thermal mattress that was placed on the 
surgical table and filled with a device called the main 
unit, consisting of two air tubes and hand control. The 
programmed temperature was initially 37oC, which was 
checked on the hand control display. After this observa-
tion, patients were placed in the horizontal supine posi-
tion, in direct contact with the mattress. At the end of the 
IC, the mattress temperature was set at 38oC.

After accommodating the patient on the surgical table, 
the monitoring began (cardioscopy, axillary temperature, 
pulse oximetry and noninvasive blood pressure). After 
that, the temperature of the operating room was verified. 
Both axillary temperature as the operating room tempera-
ture were recorded in the instrument of data collection. 
At the end of anesthetic induction, the installation of an 
esophageal thermometer occurred. The axillary, esopha-
geal and surgery room temperatures were measured 
again and recorded in the instrument of data collection. 
Measurements of temperature were performed by nurs-
ing technicians who were already active in the sector, af-
ter training conducted by one of the researchers. All data 
collection in relation to the environment or the patient 
temperature, either in the operating room, or in the PACU 
were conducted by an evaluator who did not know which 
group the patient belonged to.

The time period in which the patient was exposed to 
environment temperature, ie until the end of the IC, it has 
been addressed in order to influence hypothermia, since 
the patient had no heating devices at the moment. The 
axillary, esophageal and operating room temperatures 
were measured every 30 minutes until the end of the sur-
gical procedure.

During transference of the patient from the oper-
ating room to the PACU, the devices were disabled and 
that period was timed until the devices were reactivated. 
In the PACU, the G1, in which the thermal blanket was 

positioned in the lower limbs, was replaced by another 
one, besides the lower limbs, the blanket would also cov-
er the abdomen and thorax. In the G2, the thermal mat-
tress was maintained. Thereafter, the axillary temperature 
was measured every 15 minutes until it reached 36oC.

In both groups, esophageal and axillary temperatures 
were measured by means of a monitor that continuous-
ly measured the temperature. The room temperature 
(operating room) was also measured by a temperature 
monitor that was triggered at pre-specified moments in 
the study.

For data collection, we used an instrument designed 
specifically for this purpose, consisting of 3 items: charac-
terization of patient, factors related to the surgical proce-
dure and aspects related to post-anesthesia recovery.

Regarding the characterization of the patient, we 
sought to identify the age and BMI. As to factors related 
to the surgical procedure, the type and size of surgery 
was assessed, the thermal device used, type of anes-
thesia, the time without thermal device after anesthetic 
induction at the beginning and end of the surgery, the 
temperature of the operating room, esophageal and 
axillary temperatures, and the amount of infused solu-
tions. Regarding aspects of post-anesthetic recovery, we 
sought to identify the transport time between the oper-
ating room and recovery room (no heating devices were 
on), the time of admission and the measurement of axil-
lary temperature.

The dependent variables were age, BMI, fluid infusion 
during surgery, duration of surgery, time without the use 
of the thermal device, length of stay in the PACU, trans-
port time and temperature of the operating room. The in-
dependent variables were the type of general anesthesia 
and surgery size.

The t-Student test was used to analyze the significance 
between independent samples, considering as statistically 
significant p-value <0.05 (5%). Statistical evaluation of da-
ta was performed by the evaluator who was not informed 
of the group of each patient belonged.

RESULTS

Thirty eight patients participated in the study with a 
mean age of 57.5 years (±13.05). In relation to gender, a 
predominance of males was observed (55%, n=21). 

Relating the groups to surgical time, length of stay 
of patients in the PACU, time without using the thermal 
device after anesthetic induction and transport time be-
tween the operating room and PACU, it became clear 
that the G1 surgical time was shorter (p=0.03) and time 
without thermal device was greater (p=0.03). We also ob-
served a tendency for the length of stay in the PACU to be 
longer in G1 (p=0.06), as shown in Table 1.
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Regarding axillary, esophageal and the operating room 
temperatures, it was found that axillary temperature at 
120 minutes after the start of anesthesia was higher in G2 
(p=0.04) and esophageal temperature was greater in G2 
at 120, 180 minutes and at the end of surgical anesthesia 
procedure (Table 2).

When investigated the surgical duration and anesthet-
ic technique used, it was observed that in G2 there was 
greater number of size III surgeries (p=0.02) (Table 3).

Table 4 shows the distribution of patients according to 
their need for fluid replacement during surgery. It is ob-
served that in G2 the infusion of starch was higher (p=0.03).

Table 1 - Distribution of participants with regard to surgical time, length of time of patient in the post-anesthetic recovery room, time 
without using the thermal device after anesthetic induction and transport time between the operating room and PACU - Botucatu, SP 2011

Surgery time PACU time Time without the use of the thermal device Time of transportation until PACU

G1 (n=19) 214.6 ± 91.1* 115.4 ± 47.3 9.8 ± 5.2* 8.1 ± 3.7

G2 (n=19) 291.6 ± 115.2 82.5 ± 53.1 7.0 ± 2.0 8.9 ± 5.3

P 0.03* 0.06 0.03* 0.55
t-Student test 
*Significant association  (p≤0,05) 

Table 2 - Distribution of patients with axillary temperature and esophageal temperature of the operating room, at different moments - 
Botucatu, SP 2011.

Operating room temperature Axillary temperature Esophageal temperature
G1 G2 P G1 G2 p G1 G2 P

Admission 22.7 ± 2.1 23.3 ± 1.5 0.25 35.5 ± 0.7 35.4 ± 0.8 0.83 - - -
T 0 22.5 ± 1.7 23.0 ± 1.5 0.37 35.5 ± 0.7 35.3 ± 0.8 0.37 36.1 ± 0.6 35.9 ± 0.8 0.49

T 30min 22.5 ± 1.5 22.9 ± 1.4 0.37 35.2 ± 0.7 35.2 ± 0.9 0.93 35.9 ± 0.7 36.3 ± 0.6 0.14
T 60min 21.9 ± 1.5 22.1 ± 1.3 0.64 35.2 ± 0.7 35.1 ± 1.4 0.8 35.7 ± 0.7 36.0 ± 1.0 0.19
T 120min 21.3 ± 1.5 21.2 ± 1.3 0.81 34.8 ± 0.8 35.3 ± 0.9* 0.04* 35.4 ± 0.6 36.1 ± 0.7* 0.002*
T 180min 21.2 ± 1.4 20.7 ± 1.0 0.24 34.9 ± 0.7 35.0 ± 0.9 0.7 35.3 ± 0.7 35.9 ± 0.7* 0.03*

final T 21.5 ± 1.5 21.5 ± 1.3 0.89 34.8 ± 0.7 35.2 ± 0.9 0.12 35.2 ± 0.9 36.1 ± 0.7* 0.002*
t-Student test
*significant association  (p≤0,05)  
in which T0 = temperature after anesthetic induction 

Table 3 - Distribution of patients according to the surgical size and anesthetic technique used - Botucatu, SP 2011.

Surgical size Anesthetic technique
II III IV GIRC GEV

G1 (n = 19) 68% (13/19) 21% (4/19) 11% (2/19) 63% (12/19) 37% (7/19)
G2 (n = 19) 37% (7/19) 42% (8/19)* 21% (4/19) 68% (13/19) 32% (6/19)

p=0.02* p=0.74
t-Student test
*significant association  (p≤0,05) 
GICB= General inhalation with controlled breathing; IVG= Intravenous general 

Table 4 - Distribution of participants according to the need of fluid replacement during surgery - Botucatu, SP 2011.

Crystalloid Starch RC PFC
G1 (n=19) 2878.9 ± 1376.7 541.7 ± 144.3 (13/19) 412.3 ± 157.0 (8/19) 390.5 ± 290.6 (2/19)
G2 (n=19) 3023.7 ± 1160.5 730.8 ± 259.4 (13/19)* 598.9 ± 398.3 (9/19) 471.5 ± 153.4 (2/19)

P 0.73 0.03* 0.23 0.76
t-Student test
*significant association  (p≤0,05) 
Legend: where RC= red blood cells; PFC=plasma

DISCUSSION

There are various studies comparing methods of heat-
ing, nevertheless, there have been divergences between 
them. Studies suggest that passive heating methods are 
not effective in maintaining the temperature of patients in 
the perioperative period.

One study compared the use of common blankets 
in elderly patients undergoing elective surgery. Three 
groups participated in the study, 2 were experimental 
(EG1 and EG2) and 1 was the control group (CG). In EG1 
patients had their whole body surface covered by a blan-
ket, except the surgical site. In GE2 the heating of the 
dorsal region of the patient occurred with a blanket and 
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GC did not use any devices. No significant temperature 
differences were observed between the groups, dem-
onstrating the ineffectiveness of the blanket to maintain 
normothermia during surgery(7).

Recent meta-analysis with the objective to identify 
the effectiveness of different devices of heating systems 
for temperature control in patients undergoing elective 
surgeries revealed that passive heating methods were 
less effective(8).

Although there is evidence for the use of active heat-
ing methods for efficacy study with the objective of iden-
tifying the measures adopted in the operating room to 
prevent hypothermia during the intraoperative period, it 
pointed to the predominance of passive heating methods, 
perhaps due to the lack of more effective methods or dif-
ficulty acquiring devices because of the cost(9).

In relation to active heating methods, all are efficient, 
although some seem to be more efficient than others, 
as demonstrated by the present study, in which the use 
of thermal mattress was more efficient than the thermal 
blanket to prevent hypothermia in patients undergoing 
open abdominal surgery, corroborating the findings of 
the literature.

An investigation compared the conductive heating 
methods (mattress of circulating water) alone and asso-
ciated with convection (mattress of circulating water and 
blanket of heated air) and concluded that, although the 
combination of heating methods have delayed intraopera-
tive hypothermia installation and decreased its intensity, 
it did not reduce the incidence of complaints of cold and 
tremors in the postoperative period(10).

Another study compared a system of conductive heat-
ing of hot water circulation around a single extremity (vi-
tal HEAT) with the thermal blanket system (Bair Hugger) 
in patients undergoing orthopedic surgery and concluded 
that the thermal blanket was more efficient in the mainte-
nance of intraoperative normothermia.

Another study compared the use of air blanket to con-
ductive blanket, concluding that both devices had similar 
efficacy in maintaining normothermia, still emphasizing 
the feasibility of blanket resistance against the cost(12).

Another study compared two systems of convection 
heating (Bair Hugger and WairAir) in patients undergoing 
orthopedic and abdominal major surgery, concluding that 
both heating systems were effective in maintaining peri-
operative normothermia(13).

Despite many studies on the topic in the literature, 
in the data bases searched, no studies that compared 
the effectiveness of the thermal blanket and thermal 
mattress in preventing hypothermia in the intra and 
post-operatory were found, emphasizing the relevance 
of this study.

Patients undergoing various surgeries in the abdom-
inal cavity are particularly susceptible to hypothermia 
due to exposure, usually prolonged, of large visceral 
ambient to operating room temperature, when the 
conventional approach is used(14). Thus, open gastro-
intestinal surgeries contribute to hypothermia, both in 
the intra and postoperative periods, mainly due to ex-
tensive exposure of the viscera to the environment and 
a greater need for volume infusion of intravenous fluids 
during surgery(10,15).

Relating groups to surgical time and intraoperative hy-
pothermia occurrence, it was found that the G2 had lon-
ger surgical time, however, this was not reflected in the 
incidence of hypothermia.

Hypothermia is more frequent in long surgeries be-
cause the steepest drop in temperature occurs within the 
first 40 to 60 minutes after induction of anesthesia(16). We 
associate this result to the heating method, in which G2 
covered the entire dorsal body, while G1 covered only 
the lower limbs. Active heating methods are effective in 
preventing hypothermia, but are directly related to body 
length in contact with the device(1,3-4).

In the present study, the mean temperature of the 
operating room during the intraoperatory remained be-
tween 20.7 and 23.3oC. These results are in accordance 
with the standards of the American Society of Perianes-
thesia Nurses (ASPAN), which guides the maintenance of 
ambient operating room temperature between 20 and 
24oC(17). The operating room temperature was lower than 
the operative values referred   above contributes to the oc-
currence of perioperative hypothermia(15).

The increased length of stay of patients in the PA-
CU is associated with complications from intraopera-
tive hypothermia, reflecting increased costs, need for 
transfusions, administration of medications and order-
ing additional laboratory tests(2). Patients heated by ac-
tive heating air systems remain shorter time in PACU, 
as well as minimizing costs associated with postopera-
tive hypothermia(18).

In a study using a thermal blanket in the intraopera-
tive period in patients undergoing radical prostatectomy, 
the authors related its use to the significantly decreased 
length of stay in the PACU(19). In the present investigation, 
however, when considering the length of stay in the PACU 
and hypothermia occurrence, no significant difference be-
tween the groups was observed.

Considering that the patients were discharged from 
the heated operating room, it was expected that the 
length of stay in the PACU was lower in G2, since there 
was significant difference between the groups when 
comparing the occurrence of intraoperative hypother-
mia. This result was associated with the method used 
for the PACU discharge, the Aldrete Kroulik Index, which 
evaluates the clinical signs other than temperature, such 
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as muscle activity, respiration, circulation, consciousness 
and O2 saturation.

When assessing the time to trigger the heating system 
in G1 and G2, it became clear that the G2 time was short-
er. In G1, after performing the IC, the positioning of blan-
ket in the lower limbs and the connection of the hose. Af-
ter this moment, the heating was initiated. In the G2, the 
mattress had been placed under the patient, that is, after 
the IC, it was only necessary to adjust the temperature, 
justifying the results. Heating methods must be installed 
early in the preoperative period and maintained until the 
moment the surgeon starts the preparation of the skin(14). 
This result reflects the benefits of thermal mattress, since 
besides a coverage of a larger body structure, it also mini-
mizes installation time compared to the thermal blanket, 
contributing to the prevention of hypothermia.

Comparing the infusion of intravenous solutions and 
intraoperative hypothermia, it was observed that the G2 
infusion of starch was higher due to prolonged surgical 
time and the surgical size, however, hypothermia was not 
observed. Although the heating fluid contributes to the 
prevention of hypothermia(15,20), only the crystalloid (sa-
line solution, Ringer lactate and glucose solution) is heat-
ed, that is, the starch was administered at room tempera-
ture. Therefore, the result found may be associated with 
the use of thermal mattress.

In intra-cavitary surgery, in which the surgical field re-
stricts the heated area, limitation may compromise the 
maintenance of normothermia, in these cases, thermal 
mattress are indicated(10). The size and therefore, the sur-
gical time, and exposure of the viscera to room tempera-
ture (higher in G2) are referred to as variables that con-
tribute to the occurrence of hypothermia.

Several authors(1,3-4) associate the efficiency of the ac-
tive heating method to body covered extension, that is, 
the amount of heat transferred to the patient is the main 
determinant in preventing the onset of perioperative hy-
pothermia. In this context, it is evident the benefit of ther-
mal mattress in relation to the thermal blanket.

In stratifying patients according to the axillary and 
esophageal temperatures, there was significant differ-
ence in G2 axillary temperature at 120 minutes. Regarding 
esophageal temperature, we noticed a statistical signifi-
cance at 120 and 180 minutes and at the end of the pro-
cedure. This result corroborates the benefits of verifica-
tion of core temperature, indicated in the literature as the 
most effective(10). Esophageal temperature in G1 showed a 
decrease during the surgical procedure, while in G2, it re-
mained almost constant, demonstrating the effectiveness 
of thermal mattress in normothermia.

When comparing the mean axillary temperatures of 
patients in the PACU, no significant difference was found, 
but in both groups, patients were hypothermic upon ad-
mission into the room, keeping this situation up to 60 

minutes after admission. This result can be attributed to 
the physical distance between the operating room and 
PACU, and the fact that during transference all heating 
devices were off, contributing to hypothermia occurrence.

Associating the influence of surgical size and hypother-
mia occurrence, it was observed that in G2, patients showed 
normothermia, which goes against logical reasoning, that 
is, the larger the size, the higher the surgical time, and con-
sequently, the greater the possibility of hypothermia. This 
result could be related to the fact that thermal mattresses 
cover larger body surface, which, regardless of the surgical 
time, promotes normothermia. In intra-cavitary surgeries, in 
which the surgical field restricts the heated area, this char-
acteristic of thermal mattress helps maintain the tempera-
ture in medium and large abdominal surgeries(10).

Given the above, we emphasize the importance of 
nurses in perioperative temperature monitoring of pa-
tients. Nursing interventions include monitoring of body 
and core temperature during the pre, intra and post-oper-
atory and the installation of methods for active or passive 
heating during the intraoperative period(21).

Due to early bath in the morning, skin preparation, lack 
of clothing, the vasodilatory effects of pre-anesthetic med-
ications, among others, many patients come to the oper-
ating room hypothermic(22). Therefore, we emphasize the 
need to implement preoperative nursing interventions, in-
cluding the use of blankets and air heating systems.

The assessment conducted by the nursing staff in 
the preoperative period is essential to facilitate the 
identification of patients at risk of developing hypo-
thermia. Simple precautionary measures initiated by 
the nursing staff, can greatly reduce heat loss, mini-
mize the risk of associated complications and improve 
patient recovery in short and long term(23). Nurses are 
responsible for planning and implementing effective 
interventions for the prevention or treatment of hypo-
thermia and consequently the reduction of the compli-
cations associated with this event(8).

We believe that this study contributes to the clini-
cal practice to identify a more effective heating meth-
od. However, other studies comparing active heating 
methods are necessary and also involving association 
of other variables to the use of these devices, such as 
implications of nursing workload, costs, the need for 
equipment maintenance and staff training are needed.

CONCLUSION

It was noted in this study that the amount of heat 
transferred to the patient is the main determinant in 
preventing the onset of perioperative hypothermia. In 
this context, the thermal mattress was more effective 
than the thermal blanket to prevent hypothermia in the 
intra and postoperative period.
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