Covalent “click” cycloaddition was used to functionalize silica substrates with pH-sensitive nanoparticles, thus producing uniform and highly luminescent analytical devices usable in both commercial fluorimeters and fluorescence microscopes. Quantitative and spatially-resolved extracellular pH measurements were successfully achieved on live cardiac fibroblasts with these novel ion-sensitive surfaces.

The quantitative measurement of physiological ions near biological membranes is crucial for the investigation of cellular metabolic pathways. For example, the determination of ion concentrations across cell membranes is primordial to study the dysregulation of extracellular pH by cancer cells or the role of calcium, sodium and potassium cations in neurons and other excitable cells. Among the techniques available, the use of ion-selective fluorescent markers offers the benefits of being nonintrusive and easily amenable to in vitro spatially-resolved measurements. The inherent hydrophobicity of many organic fluorophores and fluorescent nanoparticles allows them to penetrate the phospholipid bilayer and emit cytosolic-characteristic fluorescence, and thus to quantify intracellular concentrations. Because of the diffusion of fluorescent markers through the membrane, however, no similar method is available to quantify the concentration of ions in the extracellular space. A chemical grafting method able to confine ionic sensors to the extracellular medium could provide a solution to these problems through the use of a functionalized substrate directly implantable in the culture medium for in vitro studies.

In this work, we used a “click” chemistry synthetic route to attach core–shell luminescent nanoparticles to silica surfaces with complementary silane-based functionalities (Fig. 1). The concentric architecture comprises a silver core with an average diameter of 60 ± 10 nm on which a silica shell with a thickness of 9 ± 1 nm doped with ion-selective fluorescent molecules is grown (see the ESI† for a detailed description of the synthesis procedures). Ag@SiO₂-FITC are very robust with regard to fluorophore leaking to the surrounding media, with insignificant losses after being immersed for 16 h in a phosphate buffer solution (see Fig. S1, ESI†). Several authors have shown that the presence of the silver core increases the local electric field intensity and allows efficient coupling between the oscillating electrons in the metal and the surrounding fluorophores. This results in an increase in the radiative rate and brightness, and the shortening of the excited state lifetime by the metal core improves the robustness with regard to quenching and photo-bleaching, because the faster radiative relaxation competes more effectively with collisional quenching and dissociation processes.5
Other studies in the literature have employed the “click” grafting of proteins onto the surface of metallic nanoparticles as delivery devices.\(^6\) The method has also been used on lamellar silica substrates to attach antibodies and polysaccharides for surface sensing.\(^7\) The possibility of functionalizing both surfaces separately before combining the metal using the selective “click” reaction is important; by comparison, other coupling methods (e.g., EDC-NHS) can suffer from secondary reactions that decrease the effective yield. Since the stability of the triazole ring formed by [3+2] cycloadditions is well known on surfaces, various steps were chosen to maximize the homogeneity and luminescence intensity of the final analytical substrate. Ascorbic acid and copper sulfate were used as co-catalysts to generate Cu\(^+\) in situ; this oxidized copper is used to activate the terminal alkyne for the Huisgen cycloaddition.\(^8\) Even if the complementary silane moieties are permutable at will between both the Ag@SiO\(_2\) NPs and the silica coverslips, the functionalization of alkyne silanes on core–shell nanoparticles leads to better grafting density whereas modification of the silica shell with the azide silane displays less stable fixation (Fig. S2-A, ESI\(^\dagger\)). Although this high accessibility of the alkynes to catalytic Cu\(^+\) in suspension seems to improve the reaction kinetics and ultimately leads to a more homogeneous grafting, its efficiency was observed to increase rapidly with contact time (Fig. S2-B, ESI\(^\dagger\)). Binding of non-aggregated nanoparticles was confirmed by SEM and, as such, the fluorescence intensity of the resulting monolayer and its plasmonic extinction were highly uniform and repeatable from substrate to substrate (Fig. 2). In addition to Ag@SiO\(_2\) nanoparticles, Au@SiO\(_2\) and In@SiO\(_2\) NPs, as well as commercial Ludox™ silica particles were also successfully grafted onto lamellar substrates using this strategy (see Fig. S3, ESI\(^\dagger\)).

Fluorescence measurements were performed with custom-made fluidic cells to study the effect of different biological buffers on the Ag@SiO\(_2\)-FITC grafted substrates. Fluorescein derivatives, e.g. fluorescein isothiocyanate (FITC), are well known for having a pH-dependent quantum yield, leading to a linear increase of emission intensity in the physiological pH range \(\sim 5-8\).\(^8\) Other fluorophores, such as SNARF compounds, would also be suitable for the transduction of pH in our nanosensors,\(^10\) and fluorescein was chosen because of its well-documented chemistry, wide availability and low cost. The versatility of the core–shell architecture, namely the possibility to bind any molecule with reactive moieties to form a fluorescent silane precursor, also allows mixing of distinct emitters on the same device without undesirable RET (resonant energy transfer) crosstalk and better control of the fluorophore-plasmonic core distance, whereas metal islands formed on surfaces are limited in these aspects.\(^11\) To verify this possibility, mixtures of nanobiosensors doped with either FITC or pH-insensitive eosin isothiocyanate (EiTC) were grafted on the same microscopy coverslips (Fig. 3A). Ratiometric normalization of the FITC signal by proton non-sensitive EiTC minimizes the influence of instrumental errors (e.g., variations in grafting density or excitation light source intensity) and the response of the nanobiosensors to slight variations in pH tends to demonstrate the capability of small ions to diffuse through the silica shell and modify the local environment of the sensing moieties (Fig. 3B). Therefore, with subtle changes in the synthesis of the fluorescent NPs, it would be possible to use other ion-specific fluorophores and apply ratiometry.
for multiplex detection in complex samples with increased sensitivity. Immobilizing two distinct nanoparticle types, i.e. Ag@SiO2-FITC and Ag@SiO2-EiTC, on the same substrate rather than a single type of NP doped with both fluorophores would minimize the possibility of energy transfer, since two NPs closer than the Förster distance for the FITC/EiTC donor–acceptor pair would only allow a limited number of molecules to interact.

The intrinsic ratiometric properties of FITC have already been used as a viable correction method to minimize experimental errors. The excitation spectrum of FITC measured at pH values between 6.2 and 7.5 shows an isobestic point and an inversion of sensitivity to pH at 470 nm (Fig. 4A), with maximum positive and negative sensitivity values recorded at 490 nm and 440-450 nm, respectively (Fig. 4B). The results presented in Fig. 4C show that ratiometric normalization ($\lambda_{\text{ex}} = 490/440$ nm, $\lambda_{\text{em}} = 512$ nm) results in a significant increase in sensitivity and linearity of the measurements as compared with measuring at a single excitation wavelength, and could also be used to correct for variations in device response from batch to batch. The procedure can also be easily ported to a fluorescence microscope equipped with appropriate excitation and emission filters (Fig. S4, ESI†). With modern commercial epifluorescence microscopes capable of acquiring two successive images at different excitation wavelengths in as little as 0.2 s, ratiometric normalization can easily be implemented to minimize impact factors such as variations in excitation source intensity.

To demonstrate the use of Ag@SiO2-FITC sensing surfaces for the measurement of extracellular pH, human cardiac fibroblasts were grown on a pH-sensitive substrate. This type of cell was chosen because of its good adhesive properties on surfaces in culture media, thus a close proximity between the cellular membrane and the pH-sensitive surface is achieved. The adhesion of the cells everywhere on the functionalized substrates (Fig. S5, ESI†) suggests that protection of plasmonic silver cores with the dye-doped silica shell reduces the leaching of Ag+ ions (a known cytotoxic species) to tolerable levels. The fibroblasts were transfected with a plasmid incorporating a gene for the over-expression of carbonic anhydrase (CA12). CA12 enzymes are known to facilitate the solubilisation of extracellular aqueous carbon dioxide. Since the membrane proteins are in close proximity to the SLC4A3 bicarbonate-selective transporters working with the gradient, the residual extracellular protons should induce a lowering of the local pH. The fibroblasts were also transfected to express green fluorescent proteins (GFP) as fluorescent markers to help with the identification of the cells on the microscope.

Unaltered, GFP and GFP + CA12-transfected fibroblasts grown on pH-sensitive substrates in non-buffered cell culture media were imaged at an emission wavelength of 536 ± 20 nm using two different excitation filters (489 ± 6 nm and 436 ± 5 nm). Images from five regions of each sample were recorded and three ~100 μm² regions of interest were selected in each image, 5–10 μm away from cell membranes. Ratiometric values were converted to extracellular pH values and are shown in Fig. 5. As predicted, the increase in cell membrane activity caused by the over-expression of CA12 enzymes led to noticeable acidification of the extracellular medium, i.e., from 7.0 ± 0.1 to 6.4 ± 0.1. This decrease in extracellular pH by CA12-transfected cells was confirmed by a separate flow cytometry experiment (see the ESI† for details). Similar pH values and uncertainties were measured in the extracellular space for unaltered and GFP-only cells.

Fig. 6 shows spatially-resolved pH traces measured along a 5 μm wide track leading away from the cell membrane for unaltered and GFP + CA12 transfected cells. The lower pH values recorded inside the unaltered cell are probably due to the background signal from cytosolic GFP autofluorescence which partially overlaps with the emission of FITC. This artefact can be avoided by using a cell membrane marker with a different emission wavelength range (e.g., mCherry). Interestingly, pH values measured in the extracellular space are free from interference from GFP and show a characteristic increase in pH with increasing distance from the cell.
mirroring the diffusion of protons away from the membrane-bound CA12 enzymes, with a maximum difference between transfected and unaltered cells 5–10 μm away from the membrane.

Transposition of “click” chemistry was successfully optimized to functionalize silica substrates with pH-sensitive fluorescent Ag@SiO2 probes, thus producing uniform and highly luminescent transparent devices. Measuring extracellular ion concentrations using these planar sensors offers many advantages when compared to traditional alternatives. The fluorescent Ag@SiO2-grafted surfaces can be handled without prior training and the image processing rotiometry is easily transposable to any commercial epifluorescence microscope equipped with a camera and a basic software. The achievable spatial resolution is determined by the diffraction-limited footprint of the microscope objective and can be as small as 1 μm. Because fluorescence lifetimes are notably faster than biological mechanisms, these pH-sensitive devices can be used to study the kinetics of metabolic pathways with high temporal resolution. Moreover, plasmonic enhancement of fluorescence in core–shell nanoparticles increases luminescence intensity and resistance to photobleaching, thus allowing the prolonged analysis of cellular metabolism processes. Stable clicking of the nanoparticles on complementarily functionalized substrates nullifies the migration of ion-selective fluorophores to the cytosol and any associated cytotoxicity issues,14 and is relevant to the study of a variety of adhesive eukaryote cells or bacterial organisms. Finally, the versatility of the fabrication procedure could lead to even more precise and more sensitive planar sensors using, for example, pH-sensitive fluorophores emitting at longer wavelengths – where auto-fluorescence interference in transfected cells is minimal – or fluorophores sensitive to other physiological ions of interest (Mg2+, Na+, K+, Ca2+, Cl–).

This work was supported by the Natural Sciences and Engineering Research Council of Canada, the “Fonds de la Recherche du Québec – Nature et Technologies” and the Canadian Foundation for Innovation. The authors would also like to thank M. Stephan Gagnon for help with the SEM images, and Prof. Y. De Koninck for inspiring discussions about cellular imaging.

Notes and references

8 (a) V. V. Rostovtsev, L. G. Green, V. V. Fokin and K. B. Sharpless, Angew. Chem., 2002, 114, 2708; (b) V. O. Rodionov, V. V. Fokin and M. G. Finn, Angew. Chem., 2005, 117, 2250.