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Abstract

Objective: Our goal was to investigate the surface temperature variations in the cervical region via infrared
thermography, as well as the temperature within the pulp chamber via thermocouples, of mandibular incisors
when subjected to dental bleaching using two different 35% hydrogen peroxide gels, red (HP) and green (HPM),
when activated by halogen light (HL) and LED light. 
Background Data: Temperatures increases of more than 5.5°C are considered to be potentially threatening to
pulp vitality, while those higher than 10°C can result in periodontal injury. 
Materials and Methods: Tooth samples were randomly divided into four groups (n � 10 each), according to
the bleaching agent and catalyst light source used. 
Results: Mean values and standard deviations of the temperature increases inside the pulp chamber in the HL
groups were 4.4° � 2.1°C with HP, and 4.5° � 1.2°C with HPM; whereas in the groups using LED light, they
were 1.4° � 0.3°C for HP, and 1.5° � 0.2°C for HPM. For the root surfaces, the maximum temperature increases
in the groups irradiated with HL were 6.5° � 1.5°C for HP, and 7.5° � 1.1°C with HPM; whereas in the groups
irradiated with LED light, they were 2.8° � 0.7°C with HP, and 3° � 0.8°C with HPM. There were no statisti-
cally significant differences in pulp and surface temperature increases between the groups using different gels,
although the mean temperature increases were significantly higher for the groups irradiated with HL when
compared with those irradiated with the LED light (p � 0.05 with Tukey’s test).
Conclusion: LED light may be safe for periodontal and pulp tissue when using this method, but HL should be
used with care.
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Introduction

THE BLEACHING PROCEDURE has been enhanced by the de-
velopment of new technologies, and this helps patients

to obtain more immediate results. This technique requires
the use of bleaching agents such as hydrogen peroxide, at
concentrations ranging from 30–50%.1,2 These products may
be used in association with a light and/or heat source.3,4 The
aim of the use of these energy sources is to accelerate the
degradation of hydrogen peroxide, as well as to provide
more effective results in a shorter time.5,6

In order to choose irradiation parameters for these clini-
cal applications, the fluences used must be safe for the vi-
tality of the pulp and periodontal tissues.7,8 Dental pulp is
highly vascularized and its viability may be compromised
by thermal injury transmitted through the enamel and
dentin.9 Previous studies have indicated that temperature in-
creases of more than 5.5°C can be potentially threatening to
pulp vitality, and increases of more than 16°C can result in

complete pulpal necrosis.10 Furthermore, the heat generated
by the different light sources used in dental bleaching may
also increase temperatures around the periodontal ligament.
During the bleaching procedure, crown irradiation provides
heat transmission toward the cervical region, which conse-
quently heats periodontal tissues. If this results in tempera-
ture increases of more than 10°C, there may be periodontal
injury.11,12 To minimize these increases, dentists rely on the
application of a pigmented bleaching agent in order to re-
strict the heat generated by the light absorption to the su-
perficial gel layer.13,14 Therefore, investigating heat genera-
tion during light-activated bleaching is the first step when
choosing the light parameters to use for clinical applica-
tions.7,15

The objective of the present study was to evaluate the sur-
face temperature variations in the root, as well as the tem-
peratures within the pulp chamber of human mandibular 
incisors when submitted to dental bleaching with 35% hy-
drogen peroxide, associated with two energy sources: halo-
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gen light (HL) and LED light. We sought to find a protocol
for light-activated bleaching of the teeth that results in tem-
perature variations that do not injure the periodontal or pulp
tissue.

Materials and Methods

After approval by the Ethics Commission, 40 human
mandibular permanent incisors were selected, cleaned, and
stored in 0.5% chloramine for 7 d for disinfection. As the aim
of the present study was to evaluate temperature increases
generated during light-activated bleaching, the teeth were
submitted to a process of accelerated darkening, accom-
plished by use of a staining mixture that consisted of equal
parts of black tea, dry red wine, cola, pipe tobacco, and ar-
tificial saliva, as did Sulieman et al.16 using a technique mod-
ified by Guimarões et al.17 The teeth were mixed with the
staining mixture and subjected to thermocycling for 1000 cy-
cles in alternating baths at 5°C and 55°C. Afterwards, the
teeth were kept immersed in the staining mixture in an oven
at 37°C for seven more days. Next the stained teeth were
subjected to coronal polishing to remove superficial enamel
stains. This was performed with a Robinson brush in a low-
speed handpiece, using a pumice and water paste.

The teeth were darkened from 3 � 2 to 15 � 1 on the Vita
Lumin Shade Guide scale (Vita Zahnfabrik H. Rauter GmbH
& Co., Bäd Sackingen, Germany). This was done because the
highest temperatures are reached during light-activated
bleaching of dark teeth with low mass and thin walls.

For the bleaching process, we used two 35% hydrogen per-
oxide (HP) gels: Whiteness HP (HP; FGM, Joinvile, Brazil)
and Whiteness HP Maxx (HPM; FGM). Initially, the HP gel
is red and it gradually becomes colorless, whereas the HPM
gel is green and becomes a lighter shade of green when ac-
tivated by light energy. We used two different energy
sources: a halogen light (HL) with an intensity of 400
mW/cm2 and wavelength of 400–500 nm (Optilight Plus;
Gnatus, Ribeirão Preto, Brazil), and an LED light with an in-
tensity of 350 mW/cm2 and wavelength of 460–480 nm (Ul-
tra Blue IV; DMC, São Carlos, Brazil).

After they were artificially darkened, the teeth were ran-
domly divided into four groups (n � 10 each), according to
the bleaching agent and the activating light source used.

• Group 1: Teeth bleached with HP activated by HL.
• Group 2: Teeth bleached with HPM activated by HL.
• Group 3: Teeth bleached with HP activated by LED.
• Group 4: Teeth bleached with HPM activated by LED.

Spectral absorption of the bleaching agents

The absorption spectra of the bleaching gels was deter-
mined with the use of a temporal double-beam absorption

spectrometer (USB650-Red Tide; Ocean Optics, Dunedin, FL,
USA), calibrated in the spectral range from 400–950 nm, with
a resolution of 2 nm. An integration time of 60 msec was
used, and eight readings were taken for each curve of the
sample, with absorption curves taken every 60 sec; the re-
sulting spectrum was the mean of these eight readings. The
spectra were normalized for optical density via use of an
empty cube with an optical path of 0.1 mm as reference; then
the samples to be tested were put in its place for analysis.

Temperature monitoring

The temperatures were recorded in real-time using two
different methods. Infrared thermographic imaging allowed
surface temperature monitoring, and thin thermocouples al-
lowed the temperatures inside the pulp chamber to be mon-
itored.

In order to measure the temperature in the pulp region
during the bleaching procedure, a 125-�m-thick type-K ther-
mocouple (chromel-alumel ; Omega Engineering, Stamford,
CT, USA), with a response time of 0.1 sec and sensitivity of
0.1°C was introduced into each specimen via the apical fora-
men, so that the thermocouple’s edge was aligned with the
highest part of the pulp chamber. This required that the pulp
chambers and root canals of all specimens be chemically and
mechanically adapted. For this purpose we used a no. 2
Largo bur, 0.9 mm in diameter (Maillefer, Ballaigues,
Switzerland), in a low-speed handpiece under constant irri-
gation with 1% sodium hypochlorite (Halex Istar, Goiânia,
Brazil). After this step, a radiograph was made of each spec-
imen to verify that the Largo bur had reached the pulp cham-
ber.18,19 Using a hypodermic needle, the canals were filled
with black stain diluted in a ratio of 0.1 mL:30 mL of dis-
tilled deionized water.20 This is a standard procedure to en-
sure good contact between the thermocouple’s tip and the
area to be evaluated, in this case to assess the mean thermal
conductivity in the highest portion of the pulp chamber, and
to determine if temperatures there were equal to or higher
than those seen in the pulp (Table 1). After the thermocou-
ple was introduced, the root apices were sealed with com-
posite resin (Filtek Z250; 3M, St. Paul, MN, USA). The sam-
ples were x-rayed once more to ensure that the junction was
in contact with the buccal wall.

The temperature changes were monitored with an infrared
thermographic camera using a quantum well infrared pho-
todetector (SC 3000; Boston, MA) with a sensitivity of 0.01°C
and response time of 0.01 sec. The camera was calibrated
considering the dentin emissivity to be 0.91 within the tem-
perature range of 20–100°C, with data acquisition at 60 Hz,
with the ambient temperature stabilized at 20°C for 2 h be-
fore and during the experiment, at a distance of 0.1 meter
between the sample and the camera, and with the ambient
humidity at 46%.
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TABLE 1. THERMAL PROPERTIES OF HUMAN TEETH

Diffusivity (m2/sec) Specific heat (J/g °C) Thermal conductivity (W/cm °C)

Enamel 2.27 � 107 0.71 9.34 � 10�3

Dentin 1.92 � 107 1.59 5.69 � 10�3

Water 1.3 � 107 4.18 5.61 � 10�3

Adapted from references 21 and 22.



The data were processed using commercial software
(ThermaCam Research 2001, Boston, MA) to determine the
maximum temperature rise at the root. The temperature vari-
ation of each irradiation was calculated using computer soft-
ware (Origin 7.0; OriginLab, Northampton, MA, USA).

Exposure to the bleaching agent

The teeth were placed in a thermal bath (Precision Scien-
tific Co., Chicago, IL, USA) with water at 37° � 1°C, to re-
produce the temperature conditions found in the oral cavity
during irradiation, as well as to improve the transmission of
the heat generated during the test.

The bleaching agent was mixed until a gel consistency was
reached, using a ratio of 3 drops (0.3 mL) of hydrogen per-
oxide to 1 drop (0.1 mL) of thickening agent, according to
the instructions supplied by the manufacturer. The gel was
applied over the crown buccal surface of each specimen, in
a layer approximately 1.0 mm thick. The gel was left on the
enamel surface for 1 min after application. This period was
suggested by the manufacturer to allow the bleaching agent
to penetrate into the tooth’s structure.

In order to standardize and maintain a distance of 5 mm
between the activating light sources and the teeth, the appli-
ances were fixed to an optical mount (Optron, Campinas,
Brazil), and the distance was measured with a pachymeter
(Mitutoyo, Suzano, Brazil). The measurements taken with the
thermocouple were made with an acrylic device, in order to
maintain the vertical position of the tooth in relation to the
water surface, to assure that the entire root remained sub-
merged, and to expose the tooth’s buccal surface to the acti-
vating light source. For the measurements with the thermo-
graphic camera, the tooth was fixed horizontally in a thermal
bath with the root’s buccal aspect turned upwards, out of the
water, allowing the images to be captured by the camera.

The light exposure times were determined according to
the manufacturer’s recommendations: 40 sec for the HL, and
3 min for the LED.

Results

The absorption spectra can be seen in Figs. 1 and 2. For
the HP gel there is one peak at 522 nm with 95 nm of full
weight of half maximum (FWHM), and there is another band

between 750 and 950 nm (complete decay is not seen due to
the diffraction grade we used). For the HPM gel the first peak
is at 525 nm, with a FWHM of 100 nm, and the longer the
time, the longer the wavelength this peak displaces towards,
reaching 600 nm, but at an optical density well below the
initial one. A very broad band can also be seen, as in the HP
gel, starting at 750 nm and ending around 950 nm.

The temperature was monitored by both the thermocou-
ple and the thermographic camera in real time, during the
bleaching procedure itself and for 20 sec afterwards. Next,
the data collected were submitted to both analysis of vari-
ance (ANOVA) and Tukey’s test.

The means and standard deviations of the temperature in-
creases within the pulp chambers in the HL groups (groups
1 and 2) were 4.4° � 2.1°C for HP, and 4.5° � 1.2°C for HPM;
whereas in the groups that used the LED light (groups 3 and
4), the temperature variations were 1.4° � 0.3°C for HP, and
1.5° � 0.2°C for HPM. At the root surface, the temperature
variations in the groups irradiated with the HL (groups 1
and 2) were 6.5° � 1.5°C for HP, and 7.5° � 1.1°C for HPM;
while in the groups irradiated with the LED light (groups 3
and 4), the temperature variations were 2.8° � 0.7°C for HP,
and 3° � 0.8°C for HPM (Fig. 3).

The mean temperatures both at the root surfaces and
within the pulp chambers showed no statistically significant
increases between the groups using the two types of gels
(p � 0.05). The mean temperature increases were signifi-
cantly higher for the groups irradiated with the HL (groups
1 and 2) compared to those irradiated with the LED (groups
3 and 4) (p � 0.05).

Discussion

Although light interacts with the gel during bleaching,
there is a possibility that the heat will propagate and reach
the pulp and periodontal tissue. The mechanism of heat con-
version depends directly on the tissue constituents and the
irradiation wavelength used. The tooth absorption coeffi-
cient is low for the wavelengths used in this study (400 �
� � 500 nm), thus scattering predominates over absorp-
tion.23 This leads to photons being absorbed far away from
the irradiated surface. According to the modified Beer-Lam-
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FIG. 1. Absorption spectrum of Whiteness HP gel (HP).

FIG. 2. Absorption spectrum of Whiteness HP Maxx
(HPM).



bert law and diffusion theory, the light intensity exponen-
tially decreases in deeper layers of tissue; thus the resulting
temperature at the surface is higher than are the internal tem-
peratures.19 Nevertheless, the absorption of the scattered
photons in deeper layers can result in temperature rises that
are harmful to the pulp and periodontal tissue. For all these
reasons, it is necessary to know the estimated temperature
rise that occurs under a given set of parameters, before un-
dertaking any clinical applications.

The low thermal diffusivity value of dental tissues (Table
1), which is defined as the thermal conductivity divided by
the product of the density and heat capacity,22 is the pa-
rameter that characterizes the transient temperature change
within a material when the material is exposed to changes
in temperature. Thus, it is an important factor to know to
protect dental tissues against thermal shock.24 Some stud-
ies3,10,14 that used different teeth for thermal investigations
mention that small teeth are more susceptible to heat, there-
fore we choice to use mandibular incisors, which are the
smallest teeth found in human dentition. The results ob-
tained in this study could be safety extrapolated to other
types of teeth, if the same operating conditions were used.

Coloring matter is added to bleaching gels not only for the
purpose of increasing light absorption, but also as an indi-
cator of reaction, because soon after mixing the gel has a in-
tense red color for the HP gel and green for the HPM gel,15,25

which over the course of the treatment lightens until the
product becomes completely colorless. When comparing the
activity of the gels under noncoherent light, HL at a wave-
length from 400–500 nm and LED at a wavelength from
460–480 nm, we observed that these light sources were ab-
sorbed well by the two bleaching gels in the first few min-
utes of treatment, and that their absorption diminished as
time passed and the color became less intense.

No in vitro study can replicate the clinical environment
completely. In vivo, the surrounding tissues, which have
much lower thermal conductivity than air, together with
blood flow, constitute potential heat sinks. Thus, the thermal
energy also dissipates more rapidly in vivo than in vitro be-

cause of the circulation of blood in adjacent structures.26 The
present study showed that the medians of temperature vari-
ation did not exceed 10°C in any of the experimental groups.
The maximum mean temperature variation between the ir-
radiated samples was 7.5° � 1.1°C, but with the use of the
HL, the medians of temperature variation were closer to
5.5°C, with the maximum mean being 4.4° � 2.1°C. For clin-
ical use care must be taken when performing these proce-
dures, perhaps by reducing the light irradiation time.

It was evident that the LED light source had lower tem-
perature increases for both the pulp and root surfaces and
for both types of the gels we evaluated, compared to the HL
source. These results are in agreement with the results ob-
tained by Eldeniz et al.,14 who evaluated intrapulpal tem-
peratures during the bleaching procedure activated by high-
intensity HL (850 mW/cm2), conventional HL (450
mW/cm2), LED light (380 mW/cm2), and diode laser light.
In another study by Sulieman et al.,3 they found that the tem-
perature changes were lowest for light sources with low in-
tensity (a plasma arc lamp at 650 mW/cm2) compared to
those seen with a high-intensity HL (1000 mW/cm2). The
low-intensity light provided by LED generates little heat,
which results in lower temperature values compared to those
of other types of activating light sources.

According to Baik et al.,27 the light emitted by LED light
sources induces photochemical effects with only minimal
thermal effects when interacting with dark pigments in
dentin, thus enhancing the bleaching process. Since the
bleaching agent, and not the dental structure itself, is heated
by the light source, as a result the peroxide breaks down.

The presence of the bleaching gel between the activating
light source and the tooth surface markedly reduces pulp
temperature increases.3,14 Moreover, in order to prevent high
temperature increases of dental structures, stains or photo-
sensitive agents are added to the bleaching gel. Thus, the
light energy and heat are concentrated in the bleaching gel,
and this promotes breakdown of the hydrogen peroxide and
hydrogen penetration.15

The temperature increase associated with light-activated
bleaching can be minimized by reducing the illumination
time, as well as via the use of certain substances in the gel
that raise its energy absorption, thus decreasing heat trans-
mission to the tooth itself.28 Green laser energy can be ab-
sorbed by rhodamine B red dye, and the manufacturers of
such lasers claim that it is the best light source to use with
red gel.25 However, there were no statistically significant dif-
ferences seen between the bleaching gels. The HP is initially
red and gradually becomes colorless, therefore blue light was
well absorbed; and for the HPM, which is green and becomes
a lighter shade of green with use, red light would be more
readily absorbed than would blue light. In this study, since
the two light sources were both in the blue region of the spec-
trum, the HP gel showed the least temperature increase.

The ideal bleaching treatment must provide acceptable re-
sults, without causing injury to dental tissues.29 Therefore,
it is useful to perform a thorough analysis of the outcomes
of the available studies with regard to the potential adverse
effects of bleaching therapy.

Conclusion

The results of this study showed that the use of different
bleaching gels did not statistically significantly alter the

KABBACH ET AL.492

FIG. 3. Maximum temperature increases and standard de-
viations for the root surfaces and within the pulp chambers.
Bars with different letters were statistically significantly dif-
ferent by Tukey’s test (p � 0.05).



mean temperature increases seen within the pulp chambers
and root surfaces of the incisors we tested. These results sug-
gest that though the LED light source appears to be safe for
periodontal and pulp tissue when using this method, the use
of a halogen light source requires more care.
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