
This study aimed to assess the physicochemical properties of a repair material in the 
Brazilian market, BioMTA, in comparison to other two materials currently in use (Biodentine 
and MTA Angelus). The initial setting time was evaluated using Gillmore needle. The pH 
was measured with a pH-meter after 24 h, 3, 7, 14 and 21 days. The radiopacity was 
determined using the equivalence in millimeters of aluminum (mm Al) from digitized 
occlusal radiographs. Solubility was determined after immersion in water for 7 days. The 
data were analyzed by one-way ANOVA and Tukey tests (α=0.05). The BioMTA initial 
setting time (5.2 min) was lower than the other materials (p<0.05). All materials showed 
an alkaline pH at 21 days. At 24 h, BioMTA was the most alkaline material (p<0.05); and 
at 3, 7, 14 and 21 days there was no difference between BioMTA and Biodentine (p>0.05), 
both being more alkaline than MTA Angelus (p<0.05). The radiopacity of BioMTA (4.2 
mm Al) was significantly higher compared to Biodentine (p<0.05) and lower than MTA 
Angelus (p<0.05). The solubility of the materials was -4.2%, -1.6% and 4.1% for BioMTA, 
MTA Angelus and Biodentine, respectively, with a significant difference between them 
(p<0.05). Therefore, it can be concluded that BioMTA displayed a shorter setting time, 
an alkaline pH, a higher radiopacity, and a gain in mass.
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Introduction
An ideal repair material should seal any possible 

communication between the root canal system and adjacent 
tissues (1). The mineral trioxide aggregate (MTA) is widely 
used for several applications in the endodontic practice 
due to its suitable properties (2). Likewise, it has excellent 
biological response and biocompatibility (3). However, it has 
disadvantages that generate serious concerns such as tooth 
discoloration (4), delicate handling and long setting time 
(1). Particularly, tooth discoloration has been attributed to 
the radiopacifying agent in MTA composition, the bismuth 
oxide (5). Over the years, several types of cements have 
been developed with similar characteristics to those of 
MTA but without their disadvantages.

Biodentine (Septodont, Saint-Maur-des-Fossés, France) 
is a tricalcium silicate cement, which is considered as 
a substitute for dentin and an alternative to MTA (6). 
Its radiopacifying agent is zirconium oxide (6,7). The 
applications in Endodontics include the same as MTA, such 
as pulp capping, pulpotomy, apexification, perforation / 
external resorption repair, and as root-end filling (7). 

BioMTA (Intradent, Belém, PA, Brazil) is a bioceramic 
repair material recently introduced and distributed in 
the Brazilian market that shows similar composition to 
RetroMTA (BioMTA, Seoul, Korea). It consists of calcium 

carbonate, silicon dioxide, aluminum oxide and calcium 
zirconium complex as radiopacifying agent (8). Althought 
BioMTA is currently available in the Brazilian market the 
physicochemical properties of this material version have 
not been assessed. Therefore, this study aimed to assess 
the physicochemical properties of BioMTA, Biodentine and 
MTA Angelus (Angelus, Londrina, PR, Brazil) repair cements, 
based on the standards of the International Organization 
for Standardization (ISO) 6876 (9) and Specification No. 
57 of the American National Standard Institute/American 
Dental Association - ANSI/ADA (10). The null hypothesis is 
that there would be no difference in the physicochemical 
properties of BioMTA, Biodentine and MTA Angelus.

Material and Methods 
The physicochemical properties of BioMTA (Intradent), 

Biodentine (Septodont) and MTA Angelus (Angelus, 
Londrina, PR, Brazil) were evaluated by assessing their 
setting time, pH, radiopacity and solubility. The composition 
and powder/liquid ratio of each material are described in 
Table 1.

The cements were handled on a glass plate following 
the manufacturers’ recommendations until a homogeneous 
mixture was obtained. The BioMTA was mixed using a plastic 
spatula (Fuji Spatula, GC Corporation, Tokyo, Japan) for 
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20 s. Biodentine was prepared by shaking the capsule in 
amalgamator (Ultramat 2, SDI Limited Bayswater, Victoria 
3153, Australia) for 30 s. The MTA Angelus was manipulated 
with a spatula No. 24 (Golgran, Sao Caetano do Sul, SP, 
Brazil) for 30 s.

Setting Time
Samples of each cement were prepared as discs (n = 6 

per material), which were made by inserting each cement 
into ring-shaped gypsum molds with the dimensions 10 
mm in diameter and 1 mm in thickness. The indentation 
technique by using Gillmore needle, which has 2±0.1 mm 
diameter and 100±0.5 g weight according to ISO 6876 (9), 
was used to determine the initial setting time. During the 
tests, the samples were kept in an oven at 37° C and 95% 
humidity. The average setting time was recorded from the 
manipulation of each cement until the Gillmore needle did 
not cause more indentations on the surface of the samples.

pH Analysis
For this test, each cement (n=10) was inserted into 

polyethylene tubes with 10 mm long and 1 mm diameter 
dimensions. Each tube was immersed into flasks containing 
10 mL of deionized water and kept at 37°C in an oven for 
24 h, 3, 7, 14 and 21 days. At each time interval, the tubes 
were removed from the flasks and placed into new flasks 
with 10 mL of deionized water. At each time interval, the 
pH of the solution contained in each tube was measured 
by using a previously calibrated digital pH-meter (DM-22, 
Digimed, São Paulo, SP, Brazil) at 25 °C room temperature. 
As a control group, the pH of deionized water without 
immersed cement was measured.

Radiopacity
This test was performed according to ISO 6876 (9). Five 

samples of 10 mm diameter and 1 mm thickness of each 
cement were made by using Teflon molds. The samples 
were stored in an oven at 37 oC and 95% humidity for 
24 h and placed on occlusal radiographic E-speed films 

(Insight - Kodak Co., Rochester, NY, USA). Then, the samples 
were radiographed next to an 8-step aluminum wedge 
with 2 mm incremental steps. The focal length was set at 
320 mm from the origin and zero degrees of vertical and 
horizontal X-ray beam angle. A GE-1000 X-ray unit (General 
Electric, Milwaukee, WI, USA) was used at 65 kVp and 7 
mA during an exposure time of 0.25 s. The radiographic 
films were digitized (11) using a digital photographic 
camera (Canon EOS T1, Tokyo, Japan) with a macro lens 
of 100 mm with the following parameters: lens-to-object 
distance of 58 cm, ISO 200, aperture of 6.3 for the shutter 
and speed of 1/40 s.

The images were evaluated by using the histogram tool 
of the Photoshop CC 2015 software for Windows (Adobe 
Systems Incorporated, Mountain View, CA, USA). The 
equivalence of radiopacity was determined in millimeters 
of aluminum (mm Al) by using the method by Húngaro 
Duarte et al. (11).

Solubility
It was performed following the modified methodology 

of Carvalho-Junior et al. (12) based on ANSI/ADA No. 57 
(10). The three cements were manipulated and placed in 
silicone molds (n = 6), with a 7.75 mm diameter and 1.5 
mm thickness. A 5-cm nylon thread was placed in the 
center of the samples when the material was placed into 
the mold to provide stability during the experiment. The 
samples were kept in an oven at 37 oC and 95% humidity 
for three times their initial setting time. Then, the samples 
were removed from the molds, weighed on an HM-200 
precision balance (A & D Engineering, Inc., Bradford, 
MA, USA) and suspended by nylon threads attached to 
the plastic flasks, which contained 7.5 mL of deionized 
water. The plastic flasks were maintained at 37 oC for 7 
days. Next, the samples were removed, rinsed and placed 
in a silica dehumidifier chamber. These samples were 
measured every 24 h until the mass stabilization. The loss 
or increase in mass was calculated from the percentage 
of the original mass. 

Table 1. Materials, composition, and powder/liquid ratio

Material Composition Powder/liquid ratio

BioMTA (Intradent, 
Belém, PA, Brazil)

Powder: Calcium carbonate, silicon dioxide, aluminum oxide, calcium 
zirconia complex (radiopacifier). Liquid: Distilled water

0.3 g powder / 3 drops distilled 
water from its dropper.

Biodentine (Septodont, 
Saint-Maur-des-
Fossés, France)

Powder: tricalcium silicate, calcium carbonate, zirconium oxide 
(radiopacifier), dicalcium silicate, calcium oxide, iron oxide. Liquid: 
aqueous solution of a hydrosoluble polymer with calcium chloride.

Capsule with 0.7 g powder 
/ 6 drops of liquid.

MTA Angelus 
(Angelus, Londrina, 
PR, Brazil)

Powder: silicon dioxide, potassium oxide, aluminum oxide, sodium oxide, 
ferric oxide, sulfure trioxide, calcium oxide, bismuth oxide (radiopacifier), 

magnesium oxide. Insoluble residues of calcium oxide, potassium 
sulfate, sodium sulfate and crystalline silica. Liquid: distilled water.

1 g powder / 0.33 mL 
distilled water.
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Statistical Analysis
All quantitative data were subjected to Shapiro-Wilk 

test (α=0.05) and presented normal distribution. Thus, the 
data were analyzed by one-way ANOVA and Tukey tests at 
5% level of significance.

Results
Setting Time 

The setting time values are shown in Table 2. BioMTA 
showed the shortest initial setting time (5.2 min) (p<0.05), 
followed by MTA Angelus (15.6 min) showing significant 
differences between them (p<0.05). Biodentine showed the 
longest initial setting time (27.5 min) (p<0.05).

pH
At the end of the test (21 days), the three cements showed 

alkaline pH in comparison to the control group (p<0.05) as 
seen in Table 3. At 24 h, BioMTA was the most alkaline (10.8) 
(p<0.05). At 3, 7, 14 and 21 days there was no difference 
between BioMTA and Biodentine (p>0.05). Both BioMTA and 
Biodentine were more alkaline than MTA Angelus (p<0.05).

Radiopacity
The radiopacity data are shown in Table 2. MTA Angelus 

showed the highest radiopacity (4.8 mm Al) (p<0.05), 
followed by BioMTA (4.2 mm Al) showing significant 
differences between them (p<0.05). Biodentine showed 
the lowest radiopacity (2.2 mm Al) (p<0.05).

Solubility
As seen in Table 2, Biodentine was the only cement 

that showed solubility (4.1%) in comparison to the other 
cements (p<0.05). In contrast, MTA Angelus and BioMTA 
showed an increase in mass (-1.6% and -4.2%, respectively) 
showing significant differences between them (p<0.05).  

Discussion
The present study assessed the physicochemical 

properties of BioMTA, Biodentine and MTA Angelus. As 
the results showed differences in the physicochemical 
properties, the null hypothesis was rejected. BioMTA showed 
a short setting time, sufficient for proper handling. It 
also showed an alkaline pH, radiopacity higher than the 
minimum recommended standard, and no solubility; in 
fact, it showed a gain in mass. 

BioMTA shows similar composition to RetroMTA. 
Regarding RetroMTA, investigation in human teeth 
histologically showed disorganization of the pulp, dispersed 
mineralization, thin thickness of dentinal bridge in partial 
pulpotomies at eight weeks (13), and the new mineralized 
tissue did not exhibit regular dentin characteristics in direct 
pulp capping at seven months (14). However, these studies 
also reported good clinical/radiographic outcomes, which 
may be directly influenced by its physicochemical properties. 
The antibacterial activity of RetroMTA is comparable 
to ProRoot MTA against Fusobacterium nucleatum and 
Prevotella intermedia (15). Likewise, regarding biological 
properties it can induce the proliferation of stem cells of 
the dental papilla (16).

The physicochemical properties of a dental material 
have a critical role because they determine if such material 
is suitable for clinical use (17) radiopacity, setting time, 
solubility, dimensional change, and compressive strength 
of ProRoot MTA (PMTA). The methodology for the present 
study was based on ANSI/ADA No. 57 and ISO 6876 
standards (9,10), with some variations, such as a smaller 
specimen for solubility assessing (12) and the equation 
for radiopacity calculation (11). However, it is necessary to 
highlight that both standards are focused on the evaluation 
of root canal sealers and not for repair materials, and this 
could lead to a misinterpretation since the components and 
clinical use are different for both types of materials (18).

The setting time of an endodontic cement should 
be so long as to be manipulated and placed into 

the tooth, without gaps or 
displacements (19). However, 
extremely long setting time 
for clinical use would not 
be beneficial because the 
oral environment could 
contaminate or produce 
cement washout (20). In this 
study, BioMTA showed the 

Table 2. Initial setting time, radiopacity and solubility 

Material
Initial setting 

time (min)
Radiopacity 

(mm Al)
Solubility (%)

BioMTA 5.2 (±0,4)a 4.2 (±0.2)a -4.2 (±0.7)a

Biodentine 27.5 (±0.5)b 2.2 (±0.2)b 4.1 (±0.4)b

MTA Angelus 15.6 (±1.2)c 4.8 (±0.3)c -1.6 (±0.4)c

Mean values and standard deviation of BioMTA, Biodentine and MTA 
Angelus. Different superscript letters in the same column indicate 
significant differences (p<0.05).

Table 3. pH values

Group 24 h 3 days 7 days 14 days 21 days

BioMTA 10.8 (±0.4)a 9.5 (±0.7)a 9.4 (±0.9)a 8.9 (±1.1)a 9.5 (±0.3)a

Biodentine 10.1 (±0.4)b 9.5 (±0.6)a 9.8 (±0.3)a 9.2 (±1.1)a 9.0 (±1.0)a

MTA Angelus 7.7 (±0.1)c 7.7 (±1.1)b 8.0 (±0.2)b 7.9 (±0.1)b 8.1 (±0.2)b

Control 6.4 (±0.4)d 6.7 (±0.1)c 6.0 (±0.2)c 6.1 (±0.2)c 6.5 (±0.3)c

Mean values and standard deviation of BioMTA, Biodentine and MTA Angelus at different time intervals. 
Different superscript letters in the same column indicate significant differences (p<0.05).
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shortest initial setting time (5.2 min) compared to the 
other cements. These data contrast with those of the 
manufacturer, which indicates that the initial setting 
time is up to 180 s (3 min) (8). The fast setting time of 
BioMTA could be attributed to a specific component of the 
powder; however, this information remains undisclosed 
by the manufacturer. The initial setting time for MTA 
Angelus (15.6 min) and Biodentine (27.5 min) agree with 
the studies by Massi et al. (21) and Ochoa-Rodriguez et 
al. (22), respectively, who used a similar methodology. 
The long setting time for Biodentine is directly related 
to the powder/liquid ratio. A study showed that the 
alteration of the powder/liquid ratio alters the properties 
physicochemical including the setting time (23). Although 
the manufacturer recommends a mixture of 5 drops of 
liquid per 0.7 g of powder, the mixture was sandy and 
difficult to handle, so 6 drops were used, which allowed 
a better handling.

In general, all calcium silicate-based cements have 
alkaline activity, i.e., a high pH (17). This property is 
essential because it is directly related to the antimicrobial 
activity (24) and repair by hard tissue deposition (25) due 
to a high release of calcium and hydroxyl ions (21). All 
cements had an alkaline pH at 28 days. At 24 h, BioMTA 
showed the most alkaline pH (10.8) and then fluctuated 
between 8.9 and 9.5 at 21 days. This initial pH value for 
BioMTA at 24 h is slightly lower than that indicated by 
RetroMTA manufacturer 12.5 (8) and slightly higher in 
comparison to a previous study (5), which reported an 
initial 9.93 pH, fluctuating to 7.9 for RetroMTA. As this 
study results, they observed a reduction in pH over time; 
however, this reduction did not alter its alkalinity.

Radiopacity is a critical property because it allows the 
visualization of the material through the radiographs, 
in order to evaluate the quality of the obturation (26). 
The highest radiopacity was exhibited by MTA Angelus 
(4.8 mm Al), followed by BioMTA (4.2 mm Al), exceeding 
both cements the minimum radiopacity established by 
ISO 6876 (9). The presence of about 20% bismuth oxide 
in the composition of the MTA (18) allowed this high 
value. However, the negative effects of bismuth oxide 
on some MTA properties led to the recommendation of 
other radiopacifying agents (4) such as zirconium oxide. 
Biodentine contains zirconium oxide in its composition 
(6), and showed a radiopacity of 2.2 mm Al. Although the 
content of zirconium oxide in Biodentine composition 
is 5% (6), this was not enough to reach the minimum 
of 3 mm Al stipulated by ISO 6876 (9). For BioMTA, the 
presence of 20-30% calcium-zirconium complex (8) 
allowed overcoming this drawback, showing to be similar 
to that indicated by the manufacturer. Likewise, the values 
of BioMTA are in line with the study by Souza et al. (5), 

which showed similar values for RetroMTA although they 
used phosphor plates instead of digitized films.

Solubility is a property that positively or negatively 
influences the long-term sealing of any endodontic 
material. After 24 h of immersion in water, both BioMTA 
and MTA Angelus showed negative values (-4.2% and 
-1.6%, respectively), which indicates that both cements 
gained mass, which could theoretically improve the sealing. 
More research should be done regarding this phenomenon. 
The ISO 6876 and ANSI/ADA No. 57 stipulates that the 
solubility of the cements should not exceed 3% after 24 
h (9,10); however, these standards do not consider the 
probability that cements absorb water, which may lead 
to the mass gain. Additionally, this study extended the 
test time to 7 days to simulate a more relevant clinical 
situation increasing the ability to discriminate the quality 
of materials according to their solubility (27). The MTA 
Angelus values agree with Torres et al. (28) who observed 
similar results at 7 days. Biodentine showed a solubility 
(4.1%) that exceeds the 3% recommended by ISO 6876 (9). 
These results are consistent with the study by Torres et al. 
(28), who reported that the high solubility of Biodentine 
could be explained due to the presence of polycarboxylate 
in its composition. 

It is important to highlight that for a proper 
recommendation of BioMTA for clinical use other 
physicochemical and biological tests are necessary. It can 
be concluded that BioMTA displayed a shorter setting time, 
an alkaline pH, a higher radiopacity, and a gain in mass.

Resumo
Este estudo teve como objetivo avaliar as propriedades físico-químicas 
de um material reparador disponível no mercado brasileiro, BioMTA, em 
comparação com outros dois materiais atualmente em uso (Biodentine 
e MTA Angelus). O tempo de presa inicial foi avaliado usando a agulha 
de Gillmore. O pH foi medido com um pH-metro após 24 h, 3, 7, 14 e 
21 dias. A radiopacidade foi determinada aplicando a equivalência em 
milímetros de alumínio (mm Al) de radiografias oclusais digitalizadas. 
A solubilidade foi determinada após imersão em água por 7 dias. Os 
dados foram analisados   por meio dos testes ANOVA de uma via e Tukey 
(α=0,05). O tempo de presa inicial do BioMTA (5,2 min) foi menor do 
que os outros materiais (p<0,05). Todos os materiais apresentaram pH 
alcalino aos 21 dias. Às 24 h, o BioMTA foi o material mais alcalino 
(p<0,05); e aos 3, 7, 14 e 21 dias não houve diferença entre BioMTA 
e Biodentine (p>0,05), sendo ambos mais alcalinos que MTA Angelus 
(p<0,05). A radiopacidade do BioMTA (4,2 mm Al) foi significativamente 
maior em comparação ao Biodentine (p<0,05) e menor que o MTA 
Angelus (p<0,05). A solubilidade dos materiais foi de -4,2%, -1,6% e 
4,1% para BioMTA, MTA Angelus e Biodentine, respectivamente, havendo 
diferença significativa entre eles (p<0,05). Portanto, pode-se concluir 
que o BioMTA apresentou um menor tempo de presa, pH alcalino, uma 
alta radiopacidade e um ganho em massa.
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